Accuracy and usefulness of a breath alcohol analyzer
Gibb KA, Yee AS, Johnston CC, Martin SD, Nowak RM.
Annals of emergency medicine
1984; 13(7):516-520

ARTICLE IDENTIFIERS
DOI: unavailable
PMID: 6742553
PMCID: not available

JOURNAL IDENTIFIERS
LCCN: not available
pISSN: 0196-0644
eISSN: 1097-6760
OCLC ID: 05729547
CONS ID: not available
US National Library of Medicine ID: 8002646

This article was identified from a query of the SafetyLit database.