Critical studies of the suitability of the Lion Alcometer AE-D3 from the forensic and clinical viewpoints
Kaatsch HJ, Schutz H.
Blutalkohol
1987; 24(6):369-377

ARTICLE IDENTIFIERS
DOI: unavailable
PMID: 3440083
PMCID: not available

JOURNAL IDENTIFIERS
LCCN: not available
pISSN: 0006-5250
eISSN: not available
OCLC ID: 02811759
CONS ID: not available
US National Library of Medicine ID: 0372531

This article was identified from a query of the SafetyLit database.