Safety of electromedical equipment by monitoring leakage currents
(author's transl)
de Bakker JM, Irnich W.
Biomedizinische Technik
1980; 25(1-2):7-12

ARTICLE IDENTIFIERS
DOI: unavailable
PMID: 7448291
PMCID: not available

JOURNAL IDENTIFIERS
LCCN: 73646002
pISSN: 0013-5585
eISSN: 1862-278X
OCLC ID: 01788482
CONS ID: not available
US National Library of Medicine ID: 1262533

This article was identified from a query of the SafetyLit database.