A comparison between on-site immunoassay drug-testing devices and laboratory results
Grönholm M, Lillsunde PM.
Forensic science international
2001; 121(1-2):37-46

ARTICLE IDENTIFIERS
DOI: unavailable
PMID: 11516886
PMCID: not available

JOURNAL IDENTIFIERS
LCCN: not available
pISSN: 0379-0738
eISSN: 1872-6283
OCLC ID: not available
CONS ID: not available
US National Library of Medicine ID: not available

This article was identified from a query of the SafetyLit database.